Management of multiple left ventricular assist device failures in a patient.
Device failure is a rare but life-threatening complication in patients receiving mechanical circulatory support. Because patients are supported by these devices for longer periods, the incidence of device failure has increased. We report 3 instances of device failure and successful surgical management in a single patient.